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Angular Acceleration Measured by Deflection in Sensing Ring 



The problem: 

To design a small, lightweight angular accelerom- 
eter of simple and inexpensive construction that will 
perform reliably when subjected to harsh temperature 
and vibration environments. 

The solution: 

A device that uses strain gauges to measure the 
amount of deflection in a metal ring caused by move- 
ment of inertial masses mounted through the ring. 

How it's done: 

The sensing element consists of a metal ring to 
which two inertial masses are mounted and joined by a 
common support. The ring is cut away in four places 
to create strain intensification areas. Strain gauges 
are mounted on each side of these four areas and con- 
nected to a constantly excited wheatstone bridge cir- 
cuit. Inertial force of acceleration from the two inertial 
masses is transmitted along the sensing ring causing 


change in strain gauge current thus affecting bridge 
circuit output. The four inside strain gauges give 
greater overall sensitivity and provide cancellation of 
most effects not yielding angular acceleration data. 

Notes: 

1. Range of the instrument is easily varied by varying 
the value of the inertial masses. 

2. Inquiries concerning this invention may be di- 
rected to: 

Technology Utilization Officer 
Manned Spacecraft Center 
Houston, Texas, 77001 
Reference: B66-10105 

Patent status : 

Inquiries about obtaining rights for the commercial 
use of this invention may be made to NASA, Code 
GP, Washington, D.C., 20546. 
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